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of soot formation during combustion is a key step in devel-
oping soot reduction strategies [3, 4].
Optical measurement techniques are ideally suited for 
combustion environments because they generally cause 
negligible perturbation to the combustion process. One of 
the most widely used optical techniques for the study of 
particulate matter in flames is laser-induced incandescence 
(LII). Typical LII experimental schemes use a high-power 
pulsed laser source (such as a solid-state Nd:YAG laser) 
[5] to heat the soot particles. The resulting thermal emis-
sion is then detected, usually over a narrow range of wave-
lengths selected using either a system of optical filters [6] 
or a monochromator [7]. The peak signal level provides a 
measure of the relative soot volume fraction. The absolute 
soot volume fraction is found either by calibration based on 
optical extinction measurements [8, 9] or by a two-colour 
approach in which a second filtered detector collects light 
from the same measurement volume, and the ratio of sig-
nals is used to determine the peak particle temperature [10, 
11]. A feature of this type of experimental set-up is that a 
high-power pulsed laser source and relatively fast photode-
tectors or intensified cameras are required.
Photoacoustic (PA) detection has been used to make 
highly sensitive laser absorption measurements in a number 
of applications, such as IR spectroscopy [12]. The principle 
of photoacoustic detection of particles is that absorption of 
the incident laser energy leads to an increase in the tem-
perature of the particle. Heat is transferred from the parti-
cles to the surrounding gas, resulting in the expansion of 
the gas [13]. A change in laser intensity leads to a change 
in the rate of heat transfer, and an acoustic pressure wave 
can therefore be established by modulating the intensity of 
the laser [14]. The pressure wave can be detected using a 
microphone, and its amplitude measured using a lock-in 
amplifier. This method of detection has a further advantage 
Abstract This paper presents a simple photoacous-
tic technique capable of quantifying soot volume fraction 
across a range of flame conditions. The output of a high-
power (30 W) 808-nm cw-diode laser was modulated in 
order to generate an acoustic pressure wave via laser heat-
ing of soot within the flame. The generated pressure wave 
was detected using a micro-electro-mechanical microphone 
mounted close to a porous-plug flat-flame burner. Meas-
urements were taken using the photoacoustic technique in 
flames of three different equivalence ratios and were com-
pared to laser-induced incandescence. The results presented 
here show good agreement between the two techniques and 
show the potential of the photoacoustic method as a way to 
measure soot volume fraction profiles in this type of flame. 
We discuss the potential to implement this technique with 
much lower laser power than was used in the experiments 
presented here.
1 Introduction
Soot and condensed-phase hydrocarbons generated by the 
incomplete combustion of organic fuels have recently been 
shown to be a significant contributing factor in global cli-
mate change [1]. Atmospheric soot levels have also been 
shown to have detrimental effects on health [2]. The devel-
opment of accurate measurement techniques for the study 
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over purely optical systems, in that it is immune from any 
interference from background radiation, since the photoa-
coustic signal gives a direct measurement of the propor-
tion of light absorbed [15]. Photoacoustic detection using 
acoustically resonant cells has been applied to quantify low 
concentrations of particulate matter in ambient air [16] and 
in vehicle exhaust emissions [17], but there have been few 
applications of photoacoustic detection to flames or com-
bustion processes.
The use of an acoustically resonant cell provides ampli-
fication of the acoustic signal which yields higher sensi-
tivity without increasing the laser power or modulation 
depth. One of the disadvantages of this approach is that the 
modulation frequency of the laser must match an acoustic 
resonant mode of the cell. This limitation, however, can 
be overcome by careful cell design [18]. Construction of a 
high-quality acoustic resonant cell around a burner would 
be difficult as the acoustic resonance is hampered by tem-
perature gradients in and around the flame. Using a pho-
toacoustic detection scheme without such a cell requires a 
significantly higher laser power to achieve equivalent sen-
sitivity [19]. There have been a few studies using a flash-
lamp-pumped dye laser with photoacoustic detection, 
measuring sodium seeded in a flame by scanning the dye 
laser through the sodium D-line absorption [20] and meas-
uring low concentrations of NO2 in a flame [21]. Rose and 
Gupta used related methods, photoacoustic deflection and 
photothermal deflection in a sooting acetylene flame [22] 
where the deflection of a flash-lamp-pumped dye laser 
beam, or deflection of a HeNe laser probe beam due to 
pressure variations induced by the dye laser, was meas-
ured. Nevertheless, these studies were based on high-power 
pulsed lasers so a different methodology is required to 
achieve a simple, compact and inexpensive instrument.
Continuous-wave diode lasers capable of high output 
powers (typically around 30–50 W) have become read-
ily available in recent years. However, their application to 
measurements in the combustion environment has been 
somewhat limited. We present in this paper a simple pho-
toacoustic technique for in situ quantification of soot in 
flames. Our technique does not employ any acoustic reso-
nator, allows for the use of relatively inexpensive diode 
laser sources and utilises a small inexpensive micro-elec-
tro-mechanical (MEMS) microphone.
2  Experimental set-up
The experimental set-up used for photoacoustic detection 
is shown in Fig. 1. A fibre-coupled, high-power (30 W) 
continuous-wave diode laser (λ = 808 nm, DiLAS) was 
used to thermally excite soot particles formed in a laminar, 
premixed ethylene/air flame stabilised on a porous-plug 
burner. The light emitted from the 600-µm multi-mode 
fibre was focused using a plano-convex lens (focal length 
120 mm), resulting in a measured 1/e2 beam diameter of 
1.06 mm at the centre of the burner. A thermal laser power 
meter was used to monitor the intensity of the transmit-
ted beam. The laser power was modulated sinusoidally at 
10 kHz by supplying a modulated control voltage from a 
function generator to the laser drive electronics which 
in turn modulated the current supplied to the laser diode. 
The resulting intensity modulation produced an acoustic 
wave when absorption was present that was then detected 
using a MEMS microphone (Wolfson Microelectronics) 
located 60 mm from the burner centreline. The microphone 
is sensitive over a wide range of frequencies, and a broad-
band acoustic measurement would be highly susceptible 
to background noise. Instead, a lock-in amplifier (Stan-
ford Research Systems, SRS 830) was used to detect the 
acoustic signal at the modulation frequency of 10 kHz. A 
relatively high modulation frequency of 10 kHz was cho-
sen because the power spectral density of ambient sound is 
expected to be roughly inversely proportional to frequency. 
The lock-in amplifier acts as a narrow band-pass filter 
and has the effect of suppressing any noise that is not at 
the modulation frequency. The time constant of the lock-in 
amplifier was set to 3 s. Measurements were digitised using 
a data acquisition card and were averaged for a period of 
10 s. The amplitude of the laser modulation was approxi-
mately 130 mW with a mean output power of 15.5 W.
A high-power laser was used because it was ini-
tially thought that a large modulation amplitude might 
be required to achieve the required sensitivity. In fact, 
the modulation amplitude was limited by the frequency 
response of the available drive electronics and the laser 
diode itself. It was found, however, that this modulation 
amplitude was sufficient to make useful measurements. 
The use of an optical chopper was initially investigated as 
a means of producing a higher modulation depth, but dif-
ficulties were encountered in achieving a sufficiently high 
modulation frequency. Additional noise was observed, 
and this was attributed to unstable photoacoustic effects 
Fig. 1  Experimental set-up for photoacoustic soot measurement
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generated at the detection frequency due to the laser heat-
ing the chopper blades.
The transverse profile of the laser beam was measured 
at several points along the beam path by translating a knife 
edge through the beam. The beam was measured to have 
a near-Gaussian intensity distribution. Although focused at 
the centre of the flame, the beam waist was nearly constant 
over the burner diameter, expanding out to a 1/e2 beam 
diameter of 1.30 mm at the extremities of the flame.
The burner employed for this work used a stainless steel 
porous plug to produce a one-dimensional flame, with 
conditions varying only as a function of height above the 
burner. The premixed gas flow rates were based on the 
standard reference flame defined by the International LII 
Workshop [23] and the International Sooting Flame Work-
shop [24], but the flow rates were modified to maintain 
the specified mass flux for our burner which has a smaller 
plug diameter of 33 mm. The burner is water-cooled, and 
the flame is stabilised using a circular steel plate (38 mm in 
diameter and 31 mm thick) located 21 mm above the burner 
surface. A vertical translation mechanism was used to pro-
vide fine displacement of the burner with respect to the 
optical components. The flow rates of ethylene and air were 
measured using rotameters, whose calibration was indepen-
dently verified in-house by comparison with Bronkhorst 
EL-Flow mass flow controllers. Pressure measurements 
were taken immediately downstream of the rotameters to 
rule out any effect of pressure on the flow measurements. 
Flames with equivalence ratio of 1.72, 1.90 and 2.15 were 
studied; in each case, the cold gas velocity at the burner 
surface was 5.82 cm/s (at 298 K and 1 atm).
The burner used in this work does not have a co-annular 
flow of air or inert gas to shield the flame. Careful efforts 
were therefore made to check that the flame was stable 
and free of radial gradients [25]: this involved performing 
repeated LII measurements at the centreline of the burner 
as well as recording radial profiles of peak LII signal. The 
measured radial LII profile recorded at 15 mm above the 
burner in the φ = 2.15 flame is shown in Fig. 2. The stand-
ard deviation of the measurements is only 1.5 % of the 
mean over a 17-mm-wide region at the centre of the flame. 
This seems to suggest that the burner produces flames that 
are well approximated as one-dimensional at the centre-
line, despite being narrower than the standard McKenna 
burner. Interestingly, the flames studied here neverthe-
less displayed a stronger sooting tendency than ethylene–
air flat flames of the same composition studied by other 
authors. The reasons for this are examined in the discus-
sion section of this paper.
Calibration of the voltage produced by the lock-in 
amplifier to the soot volume fraction in the flame was 
achieved by directly measuring the extinction of the diode 
laser as it is passed through the φ = 2.15 flame at 15 mm 
above the burner surface. To do this, a lower laser power 
of 2 W was used (the lowest power at which the laser out-
put power was stable). The transmitted beam was sampled 
using a reflection from a quartz microscope slide, which 
was further attenuated by neutral density filters and focused 
onto a silicon photodiode. Repeated measurements were 
taken in the presence and absence of the flame. For the pur-
pose of calculating the extinction coefficient, the radial soot 
distribution was assumed to have a top-hat profile with a 
diameter of 33 mm.
It was assumed that the extinction coefficient is equiv-
alent to the absorption coefficient of the soot (kabs) [26] 
which can be related to the soot volume fraction (fv) using 
the soot absorption function, E(m) as follows.
There is considerable uncertainty over the value of 
E(m), and it indeed may depend on soot maturity. A value 
of E(m) = 0.3 ± 0.06 is suggested by Schulz et al. [23] 
as being representative of the range of measured values. 
The soot volume fraction measured by extinction at 15 mm 
above the burner in the φ = 2.15 flame allows for the cali-
bration of both the photoacoustic soot detection and the LII 
measurements.
Laser-induced incandescence measurements were taken 
in the same burner to provide profiles of soot volume frac-
tion to compare with the photoacoustic measurements. 
The LII measurements were taken using a Nd:YAG laser 
(1064 nm) with pulse duration of roughly 7 ns. A top-
hat spatial profile was formed using a 1-mm-diameter 
pinhole located 10 cm from the centre of the burner. The 
laser fluence of the top-hat beam was 480 mJ cm−2. The 
LII signal emitted at the centreline of the flame was col-
lected on an axis perpendicular to the laser beam using a 
(1)kext ≈ kabs = fv 6piE(m)
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Fig. 2  Prompt LII signals recorded at 15 mm above the burner in the 
φ = 2.15 flame at a range of radial positions
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photomultiplier tube (Hamamatsu R636-10) with an inter-
ference filter centred at 450 nm. Signals were averaged 
over 64 laser shots, and relative soot volume fraction pro-
files were obtained by evaluating the peak of the LII tem-
poral profile.
3  Experimental results
Measurements of the photoacoustic signal recorded for 
flames of three different equivalence ratios at several 
positions above the burner surface are shown in Fig. 3. A 
background photoacoustic signal of 0.23 V was measured 
in the absence of the flame and has been subtracted from 
each data point. The photoacoustic measurements indicate 
that the onset of soot formation takes place at 7 mm above 
the burner surface. A high level of repeatability can be 
observed in the recorded measurements: the error bars rep-
resent the standard deviation calculated from three repeated 
height translations. A clear trend of increasing soot volume 
fraction can be observed as the flame becomes richer. Also 
shown in Fig. 3 is an arrow indicating that visible radia-
tion is first observed in the flame at a height of 5.5 mm 
above the burner surface. This threshold was determined by 
recording images of the flame using a digital SLR camera 
(Nikon) and plotting the intensities of the red pixels as a 
function of height above burner.
A thorough evaluation of the photoacoustic technique 
requires comparison to independent reference measure-
ments performed in the same burner. Figure 4 shows the 
comparison of the photoacoustic measurements with those 
recorded under the same burner conditions using LII with 
a 1064-nm pulsed Nd:YAG laser and a detection wave-
length of 450 nm. The results of both techniques have been 
calibrated using the extinction measurements made with 
the same 808-nm diode laser (accordingly the PA and LII 
measurements have the same value at HAB = 15 mm in 
the richest flame condition). The results obtained using the 
photoacoustic technique are in close agreement with those 
gained from LII with respect to the shapes of the profiles 
and the relative signal levels between the three flame con-
ditions. Both techniques show a clear threshold at 7 mm 
above the burner surface where soot is first detected. This 
agreement seems to indicate that the absorption (and hence 
acoustic signal) is due to the particulate soot matter within 
the flame and not due to broadband absorption from large 
aromatic species that are formed slightly lower in the flame. 
The small increase in photoacoustic signal level close to the 
burner surface is due to burner surface being heated by the 
far field of the laser beam. The close agreement between 
the results indicates that any perturbation of the flame by 
the high-power cw laser appears to have little effect on the 
measured soot distribution.
The photoacoustic signal was measured for a wider 
range of equivalence ratios at 14 mm above the burner 
0 2 4 6 8 10 12 14 16
0
1
2
3
4
5
6
7
8
Fuel Equivalence Ratio
 1.7
 1.9
 2.1
P
h
o
to
a
c
o
u
s
ti
c
 S
ig
n
a
l 
(a
.u
.)
Height Above Burner (mm)
Orange Emission
Becomes Visible
Fig. 3  Soot profiles obtained in an ethylene–air flat flame using pho-
toacoustic detection. Error bars represent 1 standard deviation
2 4 6 8 10 12 14 16
0
1x10
-7
2x10
-7
3x10
-7
4x10
-7
5x10
-7
6x10
-7
Fuel Equivalence Ratio
 1.72 Photoacoustic
 1.9  Photoacoustic
 2.15 Photoacoustic
 1.72 LII
 1.9  LII
 2.15 LII
S
o
o
t 
V
o
lu
m
e
 F
ra
c
ti
o
n
Height Above Burner (mm)
Fig. 4  Comparison of soot profiles obtained using photoacoustic and 
LII detection methods
1.2 1.3 1.4 1.5 1.6 1.7 1.8 1.9 2.0 2.1 2.2
0
1x10
-7
2x10
-7
3x10
-7
4x10
-7
5x10
-7
6x10
-7
S
o
o
t 
V
o
lu
m
e
 F
ra
c
ti
o
n
Equivalance Ratio
Orange Emission 
Becomes Visible 
Fig. 5  Soot volume fraction measured photoacoustically at a range 
of equivalence ratios measured 14 mm above the burner surface
A simple photoacoustic method for the in situ study of soot distribution in flames
1 3
surface, and the results are shown in Fig. 5. This shows the 
expected trend of increasing soot volume fraction towards 
higher equivalence ratio. The photoacoustic measurements 
indicate a threshold for the onset of soot formation at a fuel 
equivalence ratio of approximately 1.4. This surprisingly 
low threshold for soot formation is discussed in detail in 
a later section. Also shown in Fig. 5 is an arrow indicating 
that visible orange emission is first observed at an equiva-
lence ratio of about 1.3. The appearance of visible emis-
sion both in slightly less rich flames and at somewhat lower 
height above burner than the onset of soot formation as 
determined by laser measurements is an interesting obser-
vation. The main purpose here, however, is to present the 
technique of photoacoustic soot measurement and to show 
the close agreement with LII.
The sensitivity of the photoacoustic soot measurements 
was estimated by taking repeated measurements at 3-s 
interval over a period of 150 s in the absence of the flame. 
The standard deviation of these repeated measurements 
was 0.0224 V. A limit of detection of 5 ppb of soot was thus 
calculated as three times the standard deviation of the blank 
measurement. The detection limit is therefore about 1 % of 
the maximum soot volume fraction measured in the flames 
studied here.
In order to confirm that the photoacoustic signal detected 
by the MEMS microphone had originated from the interac-
tion of the laser with the flame, and not due to any ambi-
ent photoacoustic effects, the position of the microphone 
was translated on a horizontal axis perpendicular to the 
laser beam axis and signals were recorded at each location 
as described above. The results from this test are shown in 
Fig. 6. The recorded signals follow an inverse-square rela-
tionship with distance from the source of the sound at the 
centre of the burner. This provides further evidence that the 
photoacoustic signal is generated solely within the flame.
4  Discussion
In introducing photoacoustic soot measurement, it is 
worthwhile to consider how various parameters may influ-
ence the technique. The laser-heated soot particles can be 
expected to thermally equilibrate with the local gas on 
a timescale that is very fast compared to the modulation 
period of 100 µs. The laser therefore causes an increase 
in the local gas temperature along its length, where soot 
is present. The timescale for heat transfer away from this 
laser-heated zone, due to conduction and gas flow, is much 
slower. Modulation of the laser intensity at 10 kHz causes 
the temperature in the laser-heated zone to vary at the same 
frequency, leading to the photoacoustic signal. A number 
of factors may affect the signal generation process in ways 
that have not been studied in detail in this demonstration 
of the technique. These include, amongst others, the laser 
spatial profile, the flame temperature, the ambient pressure 
and the speed of sound in the surrounding gas. The effect 
of such issues on the LII technique has been the subject of 
previous research [23], and similar investigation would be 
required to fully assess the applicability of photoacoustic 
soot measurement.
It has been noted that the modulation amplitude for 
these experiments was limited by the bandwidth of the 
current controller and laser system. This leads to the pos-
sibility of performing photoacoustic soot detection with 
a much lower power diode laser and/or achieving greater 
sensitivity by increasing the modulation amplitude. The 
relationship between the amplitude of laser modulation and 
the photoacoustic signal requires further investigation, but 
the simplest possible assumption would be a linear propor-
tionality. This would mean that similar sensitivity to that 
reported here could be achieved using a 130-mW diode 
laser modulated between zero and maximum power, which 
would significantly enhance the simplicity and practicality 
of the technique.
Various factors might be responsible for the slight differ-
ences in the soot volume fraction profiles recorded by the 
two techniques shown in Fig. 4, including a deviation of 
about 5 % for some of the measurements in the φ = 1.72 
flame. For example, it should be noted that photoacoustic 
soot detection is effectively a path-integrated technique 
and the signal will be generated wherever soot is present 
along the beam path. The flame is one-dimensional at the 
centreline, but minor differences in the radial soot profile 
at the periphery could potentially have a minor influence 
on any path-integrated technique. The distance from the 
source of sound to the microphone differs slightly along 
the pathlength, and the effect of this on the signal genera-
tion process may merit further investigation. Nevertheless, 
the one-dimensional nature of this measurement technique 
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should not be viewed as a critical limitation since this is 
an inherent feature of absorption spectroscopy, which has 
found very widespread application to combustion diagnos-
tics [27, 28]. Tomographic methods are sometimes used to 
extract spatially precise information from absorption meas-
urements [29, 30], and it is possible that similar approaches 
could also be applied to photoacoustic data.
The lock-in amplifier time constant of 3 s and signal 
averaging time of 10 s were chosen because the measure-
ments were being taken in a stable laminar flame. The 
operating principle of the lock-in amplifier requires the 
time constant to be many times greater than the period of 
the laser modulation waveform. Further work would be 
required to assess the feasibility of performing measure-
ments with higher temporal resolution; increased modula-
tion amplitude may help to allow faster measurements to 
be made. Whilst this may well allow the study of time-
dependent flame behaviour, we make no claim that the 
technique in its present configuration could be capable of 
resolving the timescales and length scales of relevance in 
turbulent flames. Another feature of practical combustion 
systems is a high level of ambient sound. The applicability 
of photoacoustic soot measurements in such noisy environ-
ments is yet to be tested.
Absorption of laser light by gas-phase species may be 
another source of potential uncertainty in photoacoustic 
soot measurement. As described above, the photoacoustic 
signal was measured in the absence of the flame and the 
background signal (which is thought to arise largely from 
laser heating of the beam dump) was subtracted from the 
flame measurements. Absorption by gas molecules in the 
flame could nevertheless act as a source of interference to 
the photoacoustic measurement. Large aromatic structures 
may possibly exhibit weak absorption even at wavelengths 
as long as 808 nm and thus make a small contribution to 
the photoacoustic signal. This effect could be minimised by 
using a longer excitation wavelength to make absorption by 
aromatic species less likely.
As described above, the soot profiles recorded both by 
photoacoustic measurement and by LII have been cali-
brated by an extinction measurement. Calibration of soot 
volume fraction measurements by extinction is fairly wide-
spread in the recent literature [9, 31], but some aspects 
deserve further discussion. The uncertainty in the value of 
E(m) has already been mentioned and has an influence on 
the absolute accuracy of the calibration. Additionally, the 
particle size and physical properties of soot may change 
as a function of height above burner. In particular, a varia-
tion of E(m) with vertical position has been noted in ethyl-
ene–air flat flames by other authors [32, 33]. Since both the 
prompt LII and the photoacoustic measurement generate a 
signal that is dependent on the absorption of laser light by 
soot, such variation in E(m) may introduce experimental 
errors in each technique. A wider variation of physical 
properties would be expected when comparing soot in dif-
ferent types of flames, in engine exhausts and in the atmos-
phere. The photoacoustic technique would therefore require 
specific calibration for any such applications.
An interesting feature of the experimental results is that 
the soot volume fractions are considerably higher than 
those previously observed on McKenna burners under 
equivalent conditions [31, 34]. The threshold equivalence 
ratio for soot formation in our flames is also much lower. 
The reasons for this discrepancy were studied by using a 
second burner with a diameter of 64 mm. This burner con-
sists of a water-cooled brass plate drilled with capillary 
holes [35] instead of a porous plug. A steel plate (64 mm 
wide and 34 mm high) was located 21 mm above the burner 
surface. The φ = 1.72 flame was tested on this burner with 
the flow rates scaled to achieve the same cold gas velocity. 
It was visibly apparent that the soot volume fraction was 
much lower in the larger burner, despite having the same 
feed gas composition. The gas temperature was measured 
at 7 mm above each burner at the centreline of the flame 
using an R-type thermocouple with bead diameter 0.5 mm 
(Omega P13R-020-8). The temperature was about 100 K 
lower for the narrower burner, which may provide an expla-
nation for the higher rate of soot formation. The gas tem-
perature was also measured near to the stabilisation plate 
in each burner, and again the temperature was lower in the 
narrower burner. This may indicate that heat transfer to the 
stabilisation plate could play a role in determining the tem-
perature profile and thus the soot volume fraction in this 
type of flame, and we intend to study this effect further in 
future.
5  Conclusions
We have demonstrated the use of a simple, easy to imple-
ment, photoacoustic technique for in situ measurement of 
soot profiles in a porous-plug flat-flame burner. The pho-
toacoustic measurements compare well to those made 
using the well-established LII technique, producing repeat-
able measurements across a range of flame conditions. 
The simplicity and low cost of photoacoustic soot detec-
tion using fibre-coupled cw-diode lasers may make it an 
attractive alternative for certain applications where the 
degree of spatial resolution required does not preclude 
path-integrated measurement techniques. There is scope to 
improve the technique using a laser capable of achieving 
a higher modulation depth at the required frequency. This 
may permit the same measurements to be made at far lower 
average power and would therefore allow the use of more 
standard diode lasers that are widely used for combustion 
diagnostics.
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